CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

st
I hereby certify that these documents are a true and correct copy of the A /7 /|O
* periodic maintenance* for the Intoxilyzer 8000 Serial Number
XO -000323 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: (p-3-2010 cat1__ D.098 Ac cal2_ 0.096 AC

Between the dates of 5 - [0+ 2010 and é» 2.2010

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on
The instrument was returned to service on  —

dwv; /«ﬁ@b
</ 1/
Terry S. Gallegos
G- #2010

ADPS QAS Permit # 33169

SUBSCRIBED AND SWORN to before me this__ 77, day of

N ,20/0 .
W///HJ/? pnclr
)4 OFFICIAL SEAL
Notary Public A.M. HERNANDEZ

% B NOTARY PUBLIC-ARIZONA
4 PIMA COUNTY

*Includes documents specified in A.A.C. R13-10-104.A.5 "My Comm, Exp, Mar. 17, 2012

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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ARIZONA DEPRPTMENT OF PURLIC SAFETY ‘D%

STANDARD QUALITY ASSURANCE PROCEDURES /lﬁt’
INTOXILYZZKR MODEL 8000 ' $C

joe)

STANDARD QUALITY ASSURENCE PROCEDUER

| -
QA SPECIALIST /é/b’%éﬁ/{{qos 288 rcEncYy Tucsor Police Department
J J
DAT é‘S-ZOIO TIME 1S3)
INTOXILVZER SERIZL & YD"OOOS’ZB LOCATION CVI.MQLﬁ_é

! ‘/) 1. Display reads “PUSE BUTTON TZ STARTY

1

. Clock time check.
Jate Check.

OPERATIONAL TESTS

( ¢7 1. Alcohol-free subject tes:t result ¢. 000 2z
( v7 Z. Error recognition ;ogic system funct-.oning.
Not a Successfully Completed Test Seguence prin:ed“’u”’/
b//’ 3. Proper sample recogriticn svstem.
Not a Successfully Completed Test Seguence printecv//
V/// Deficient sample printed. v
4. Standard Celibration Check s*andard O.IOC) AC
kesult: 0. O‘f AC
Instrument is operating properly and accurately. VES

SIGNATURE d‘“’)édﬁ&jﬂ ‘ |
7/ 1/

DPS Ferm EZxh G-4 (Rev. (05-01)

Pursuant to section 28-132", Arizonu Revised Stawutes. this documen: is a certified duplicate of tne informaiion comained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number : 80-000323

06/03/2010 15:32:

95
, G

Standard Lot#: 642845 Sc
Last Changed By: C. STRAUB #50772
QAS: T. GALLEGOS #28847
TUCSON PD CRIME LAB
Operator: T. GALLEGOS #28847
TUCSON PD CRIME LAB
Subject: TEST, SQAP
DOB: 11/11/1111 .
Sex: F Weight: 111
15 Minute Deprivation Periocd? Yes
Test g/210L Time
Air Blank 0.000 15:33:21
Diagnostic Test Pass 15:33:48
Air Blank 0.000 15:34:15
0.100 Cal Check 0.097 15:34:34
Air Blank 0.000 15:35:03
Subject Test 0.000 ' 15:35:18
Air Blank ABT~* 15:35:26
Air Blank 0.000 : 15:35:55 :
*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant to section 28-1227. Arizone Kevised Staturtes. this document is a certified dupiicate of
storage aevices of the Tucson Poilce Departmen:

tne informarion contaned 1 commuter



INTOXILYZER 8000>
Location: TUCSON POLICE DEPT '30§Jq

Serial Number : 80-000323

06/03/2010 15:35:59 /D“
Standard Lot#: 642845 SC'
Last Changed By: C. STRAUB #50772

QAS: T. GALLEGOS #28847
TUCSON PD CRIME LAB ‘

Operator: T. GALLEGOS #28847
TUCSON PD CRIME LAB

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 15:36:42
Air Blank IPS** 15:36:51

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section-28-1327, Arizona Kevised Statutes. this document is a certified guplicate of the informanon coniained n comourer
storage gevices oI the Tucson Foiice Departmen:



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-000323

06/03/2010 15:37:29
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772
QAS: T. GALLEGOS #28847

TUCSON PD CRIME LAB

Operator: T. GALLEGQCS _ #28847
TUCSON PD CRIME LAB

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: F Weight: 11

15 Minute Deprivation Period? Yes

Test g/210L : Time

Air Blank 0.000 15:38:19
Diagnostic Test Pass 15:38:46
Air Blank 0.000 15:39:14
0.100 Cal Check 0.097 15:39:32
Air Blank 0.000 15:40:02
Subject Test 0.178%* ' 15:43:10
Air Blank 0.000 15:43:42
Air Blank 0.000 15:44:10
Subject Test XXX** 15:44:27
Air Blank 0.000 15:44:59

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

ot ¥

A

Pursuant 1o section 28-1327, Arizona Kevised Starutes, this document is a certified duplicate of the information contained in compurer
storage aevices of the Tucson Police Departmen:



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number: 80-000323

06/03/2010 15:45:17 f;og,<%

Standard Lot#: 642845 . /5‘1
Last Changed By: C. STRAUB #50772 : \

QAS: T. GALLEGOS #28847 . : , sC
TUCSON PD CRIME LAB ’

Test g/210L Time

Air Blank 0.000 15:45:44
Cal Check 0.096 15:46:03
Air Blank 0.000 15:46:32

Operator)é Signatur&y

Pursuant 1o section 28-1227. Arizonz Revised Statutes. this documens is a cerrified dupiicate of the information contained in computer
storage Qevices Of the Tucson Poiice Departmen:
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STANDARD QUALITY ASSURANCE PROCEDURES (00
INTOXILYZER MODEL 8000 [1
A

STANDAFZ CERLIBRZTION CHIC¥ DROCZEDURE ) /q/\c
(7
QA Specialisc: 17 Y (0 S 298¢} rcEncy  Tucson Police Department

DATE G-3-20t0 TIME 1S3]
Intoxilyzer Serial # ?()-000323 Location lr;n\,e[_a,b

{ T gas tank i1s sttached to instrument and contzing a
standarc alcohel concentration sciu=ion 0. 100 AC.
OR
rour a stancard zlcohol concentration solu*ion c,
into a clean dry simuilator and assemble tThe simulator. Ensure
t !

has peen mads. Turn on the simulatcr and-

{ ) 2 Intoxilyzer 800C display rsads "PU5H BUTTON TO START™

( b/) 3 Go to the “"Controli Testing Menu’ Select “D7 for dry
control test or “W” <Zfor weT control Test. After
selection 1s macds press ENTEER.

e printed record. Attach the record tc the completed

SIGNATURE

DPS Form Exh G-2 (Rev. 05-01)

Pursuant to section 28-1327. Arizona Revised Statutes, this document is a certified duplicate of the information coniained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number: 80-000323

06/03/2010 15:31:00 ; 4&%

Last Changed By: C. STRAUB #50772

QAS: T. GALLEGOS #28847 . SC
TUCSON PD CRIME LAB

Standard Lot#: 642845 ‘ /Abq

Test g/210L Time

Air Blank 0.000 15:31:28
Cal Check 0.098 15:31:46
Air Blank E 0.000 . 15:32:15

P

Operator's Signgture

Pursuant to section 28-1327, Arizona Revised Statutes, this dozumens is a certified duplicate of the informanon contained n compute:
storage gevices of the Tucson Folice Departmen:.




